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ABSTRACT: Viruses have been a continuous threat to human beings. The
coronavirus disease 2019 (COVID-19), caused by severe acute respiratory
syndrome coronavirus 2 (SARS-CoV-2), has led to a pandemic that is still
ongoing worldwide. Previous pandemic inﬂuenza A virus (pH1N1) might be
re-emerging through a drug-resistant mutation. We report a colorimetric viral
detection method based on the clustered regularly interspaced short
palindromic repeats (CRISPR)/Cas9 endonuclease dead (dCas9) system.
In this method, RNA in the viral lysate was directly recognized by the
CRISPR/dCas9 system with biotin-protospacer adjacent motif (PAM)-presenting oligonucleotide (PAMmer). Streptavidinhorseradish peroxidase then bound to biotin-PAMmer, inducing a color change through the oxidation of 3,3′,5,5′tetramethylbenzidine. Using the developed method, we successfully identiﬁed SARS-CoV-2, pH1N1, and pH1N1/H275Y viruses
by the naked eye. Moreover, the detection of viruses in human nasopharyngeal aspirates and sputum was demonstrated. Finally,
clinical samples from COVID-19 patients led to a successful diagnosis. We anticipate that the current method can be employed for
simple and accurate diagnosis of viruses.
KEYWORDS: SARS-CoV-2, COVID-19, drug-resistance, inﬂuenza virus, CRISPR/dCas9, colorimetry
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outbreak of pH1N1, oseltamivir has been the most widely used
treatment for patients infected with the inﬂuenza virus
(IFV).8−10 However, new drug-resistant mutant viruses have
emerged due to the abuse of oseltamivir, and these mutant
viruses have become a potential threat to public health.8−10
Considering that oseltamivir is the most frequently used drug
for the treatment of patients with IFV infection, the diagnosis
of oseltamivir-resistant viruses is of great importance in the
treatment of IFV-infected patients.8−10
SARS-CoV-2 has been predominantly diagnosed by
quantitative reverse transcription-polymerase chain reaction
(qRT-PCR) approaches.11 These methods take at least 4−6 h
and require a complicated viral RNA extraction step that can
aﬀect diagnostic accuracy.12 Serological tests can be used for
the diagnosis of SARS-CoV-2 infected patients; however, the
tests are limited to the late diagnosis of COVID-19 patients
because it takes several days for the patient to develop a
detectable amount of antibodies after the onset of
symptoms.13−15 Meanwhile, drug-resistant viruses have mainly
been detected by nucleotide sequencing after PCR, and

nfectious diseases have been a great threat to human beings
over the past several decades.1,2 They are spreading globally
faster and appear to be emerging quicker than at any other
time in history.1,2 Particularly, viruses such as pandemic
inﬂuenza A virus (pH1N1), severe acute respiratory syndrome
coronavirus (SARS-CoV), Middle East respiratory syndrome
coronavirus, Ebola virus, and Zika virus have caused severe
infectious diseases in the 21st century.1,2 Now, coronavirus
disease 2019 (COVID-19) caused by SARS-CoV-2 infection
has become an unprecedented threat to global health.1,2
Currently, over ﬁfty-three million cases of SARS-CoV-2 have
been identiﬁed, and more than a million deaths from COVID19 have been reported around the world.3 Although several
drug and vaccine candidates are being developed, and no clear
strategy has yet been reported as a treatment for COVID-19
patients.4 Moreover, while the SARS-CoV-2 pandemic is still
ongoing, concerns are emerging simultaneously over the
seasonal inﬂuenza virus (IFV) epidemic. Therefore, it is
recommended that viruses are quickly and accurately
diagnosed for the proper treatment as well as prevention of
the spread of SARS-CoV-2.5,6
After the emergence, spread, and even declaration of the end
of a viral infection, the potential threat remains for the reemergence of mutant viruses. In 2009, an outbreak of pH1N1
infection occurred in the United States and approximately 60.8
million cases, 274 304 hospitalizations, and 12 468 deaths were
reported from April 12, 2009, to April 10, 2010.7 Following the
© 2020 American Chemical Society

Received: September 15, 2020
Accepted: November 19, 2020
Published: December 3, 2020

4017

https://dx.doi.org/10.1021/acssensors.0c01929
ACS Sens. 2020, 5, 4017−4026

ACS Sensors

pubs.acs.org/acssensors

(DMEM), and antibiotic-antimycotic were purchased from Thermo
Fisher Scientiﬁc (Waltham, MA). GelRed nucleic acid stain (41003)
was purchased from Biotium (Hayward, CA). Phosphate-buﬀered
saline (PBS), Tween 20, bovine serum albumin (BSA), streptavidinHRP (18−152), diethyl pyrocarbonate-water, and tosyl phenylalanyl
chloromethyl ketone (TPCK) trypsin were purchased from SigmaAldrich (St. Louis, MO). Tris(2-carboxyethyl)phosphine (TCEP) was
purchased from LPS Solution (Daejeon, Korea). Ethylenediaminetetraacetic acid (EDTA) solution was purchased from Dynebio
(Seongnam-si, Gyeonggi-do, Korea). The TMB substrate reagent
set (555214) was purchased from BD Biosciences (San Jose, CA).
SARS-CoV-2 (BetaCoV/Korea/KCDC03/2020) and pH1N1/
H275Y mutant virus (H275Y mutation; A/Korea2785/2009 pdm:
NCCP 42017) were provided by the National Culture Collection for
Pathogens (NCCP), which is operated by the Korea National
Institute of Health. pH1N1 virus (A/California/07/2009) was
obtained from the BioNano Health Guard Research Center (HGUARD) of Korea.
Binding Test of RNA and Biotin-PAMmer with the dCas9/
gRNA Complex. The dCas9/gRNA ribonucleoprotein (RNP)
complex was prepared by incubating 100 nM gRNA and 1 μM
dCas9 in 100 μL of PBS for 10 min at 25 °C. The prepared RNP
complexes (10, 50, 100, and 250 nM) and target RNA (1 μM) were
mixed with biotin-PAMmer (1 μM) and then incubated in 20 μL of
1× FastDigest buﬀer for 1 h at 37 °C. After the addition of 6× DNA
loading buﬀer, 20 μL of each reaction product was loaded onto 8%
native polyacrylamide gel for electrophoresis. Finally, the gel was
stained with GelRed and visualized using a Gel Doc XR+ Gel System
(Bio-Rad Laboratories, Hercules, CA).
dCas9/gRNA RNP Complex Immobilization Test Using
ELISA. The dCas9/gRNA RNP complex was constructed by
incubating 600 nM gRNA and 1 μM dCas9 in 100 μL of PBS for
10 min at 25 °C. After 10 times dilution of the RNP complex, 100 μL
of diluted RNP complex solution was incubated in a 96-well
microplate for 2 h at 25 °C. Afterward, the well surfaces were
washed with washing buﬀer (1× PBS containing 0.05% Tween 20)
three times. To prevent nonspeciﬁc binding, 0.1 mg/mL BSA was
added to the well surfaces and incubated for 40 min at 25 °C. After
washing the surfaces with washing buﬀer, anti-Cas9 monoclonal
antibody (Guide-it Cas9 Monoclonal Antibody #632628, Takara Bio
USA, Inc., Mountain View, CA) and secondary antibody conjugated
with HRP (Goat Anti-Mouse IgG (H+L)-HRP Conjugate #1706516,
Bio-Rad Laboratories, Inc.) were sequentially added. Lastly, TMB
substrate reagents and 2.5 M sulfuric acid were added to the surfaces.
Colorimetric RNA Detection Using CRISPR/dCas9. The
dCas9/gRNA RNP complex was constructed by incubating 600 nM
gRNA and 1 μM dCas9 in 100 μL of PBS for 10 min at 25 °C. After
10 times dilution of the RNP complex, 100 μL of diluted RNP
complex solution was incubated in a 96-well microplate for 2 h at 25
°C. Afterward, the well surfaces were washed with washing buﬀer (1×
PBS containing 0.05% Tween 20) three times. To prevent nonspeciﬁc
binding, 0.1 mg/mL BSA was added to the well surfaces and
incubated for 40 min at 25 °C. After washing the surfaces with the
washing buﬀer, 10 μL of target RNA was incubated for 60 min at 37
°C in a ﬁnal 100 μL of 1× FastDigest buﬀer containing 1 μM biotinPAMmer. Next, the well surfaces were washed with washing buﬀer,
and 1 μg/mL of streptavidin-HRP was added for 30 min at 25 °C.
Finally, TMB substrate reagents and 2.5 M sulfuric acid were
sequentially added onto the surfaces. Optical density (OD) was
measured using Cytation 5 Multi-Mode Reader (BioTek, Winooski,
VT).
Colorimetric Virus Detection Using CRISPR/dCas9. SARSCoV-2 was propagated in Vero cells (ATCC No. CCL-81) in DMEM
without fetal bovine serum with 1% antibiotic-antimycotic and TPCK
trypsin (ﬁnal concentrations of 0.5 μg/mL) at 37 °C and 5% CO2 for
72 h. The propagated viruses were stored at −80 °C for future use.
Infectious virus titers were determined by 50% tissue culture infective
dose (TCID50) in conﬂuent cells in 96-well microplates. All
experiments using SARS-CoV-2 were performed at the Korea Centers
for Disease Control and Prevention (KCDC)-approved Biosafety

recently advanced sensing techniques have been developed by
employing novel chemical and biological receptors.8−10
Consequently, a rapid, simple, and accurate molecular
diagnostic method in response to new and re-emerging viral
threats is urgently required.
The clustered regularly interspaced short palindromic
repeats (CRISPR) associated nuclease (Cas) (CRISPR/Cas)
system is an ancient bacterial immune system against foreign
genetic material.16 The system harbors a programmable
protein that can cut DNA or RNA, enabling bacteria to
become resistant to foreign genes.16 These days, the CRISPR/
Cas system has been advanced into a sophisticated geneediting technique.17 Since the report that the CRISPR/Cas
system can be used for the detection of nucleic acids, several
fascinating disease diagnostic methods have been developed
such as CRISPR-based diagnostic SHERLOCK and DETECTR, CRISPR-mediated DNA FISH, CRISPR-dCas9immobilized on a graphene ﬁeld-eﬀect transistor, CRISPRCas9-triggered strand displacement ampliﬁcation method,
functional RNA regulated CRISPR-Cas12a sensor, and
CRISPR/Cas13a-powered electrochemical sensor. 12,18−25
Compared to conventional PCR-based methods, CRISPRbased diagnostic approaches have several advantages including
high speciﬁcity due to enzymatic recognition of the target
nucleic acid, fast turnaround time, convenient isothermal
reaction, and wide applicability due to the simple programmable system.26 Simultaneously, colorimetric biosensing
techniques detecting target molecules by naked eyes or simple
portable optical detectors have attracted attention because of
their simplicity, practicality, and cost-eﬀectiveness.27,28 These
advantages allowed us to develop a simple colorimetric virus
detection method using the CRISPR/Cas system and apply
this method for the diagnosis of SARS-CoV-2 and oseltamivirresistant pH1N1.
Herein, we report a CRISPR/dCas9 system-based viral
diagnostic method and successful detection of SARS-CoV-2,
pH1N1, and pH1N1/H275Y mutant viruses. Guide RNAs
(gRNAs) were designed to recognize each virus, and dCas9/
gRNA complexes were immobilized on a well microplate. For
the colorimetric detection of SARS-CoV-2, pH1N1, and
pH1N1/H275Y, viral lysates and biotin-protospacer adjacent
motif (PAM)-presenting oligonucleotide (PAMmer) were
added to dCas9/gRNA-attached well plates, followed by the
horseradish peroxidase (HRP)/3,3′,5,5′-tetramethylbenzidine
(TMB) reaction. Using this method, SARS-CoV-2, pH1N1,
and pH1N1/H275Y viruses were successfully detected with
the naked eye. In addition, viruses in human nasopharyngeal
aspirates and sputum were identiﬁed. Finally, clinical samples
from ﬁve COVID-19 patients were accurately diagnosed as
positive. The developed method enabled us to detect infectious
viruses simply and precisely because it has the advantages of
viral lysate detection, naked-eye perception, isothermal
reaction, and single nucleotide polymorphism (SNP) selectivity. We anticipate that the current method can be useful for the
accurate diagnosis of viruses, preventing the spread of
infectious diseases.

■
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EXPERIMENTAL SECTION

Materials and Reagents. RNA oligonucleotides puriﬁed by
RNase-free high-performance liquid chromatography, gRNA, and
recombinant Streptococcus pyogenes dCas9 protein (1081067) were
purchased from Integrated DNA Technologies, Inc. (Coralville, IA).
The 10× FastDigest buﬀer, Dulbecco’s modiﬁed Eagle’ medium
4018
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Level 3 (BL-3) facility of Korea Research Institute of Bioscience and
Biotechnology (KRIBB) in accordance with institutional biosafety
requirements. pH1N1 and pH1N1/H275Y virus titers were
determined using a one-step real-time PCR kit (Promega, Madison,
WI) in accordance with the manufacturer’s instructions. For the
preparation of viral lysates, 90 μL of virus samples were treated with
10 μL of TCEP/EDTA (ﬁnal concentrations of 100 and 1 mM,
respectively) and heated at 50 °C for 5 min and 64 °C for 5 min. The
dCas9/gRNA-coated microplates were prepared as described above.
A total of 60 μL of viral lysate was added to the dCas9/gRNA-coated
surfaces and incubated for 60 min at 37 °C in a ﬁnal 100 μL of 1×
FastDigest buﬀer containing 1 μM biotin-PAMmer. Next, the well
surfaces were washed with the washing buﬀer, and 1 μg/mL of
streptavidin-HRP was added for 30 min at 25 °C. Lastly, TMB
substrate reagents and 2.5 M sulfuric acid were sequentially added
onto the surfaces. The OD was measured as described above.
Nasopharyngeal aspirates and sputum samples from patients were
collected with ﬂocked nasopharyngeal swabs and placed into the virus
transport media (UTM, Copan Diagnostics Inc., Murrieta, CA). All
samples were stored at −70 °C until use. The protocol for this
retrospective study was reviewed and approved by the Institutional
Review Board of Yonsei University Health Service Center, Severance
Hospital, Seoul, Korea (IRB approval number: 4-2020-0465). To
detect the virus in human nasopharyngeal aspirates and sputum, 10
μL of the virus was spiked into 90 μL of the human nasal ﬂuid sample.
The virus concentration was 102 PFU/mL. The virus in human ﬂuid
(90 μL) was then treated with 10 μL of TCEP/EDTA (ﬁnal
concentrations of 100 and 1 mM, respectively) and heated at 50 °C
for 5 min and 64 °C for 5 min. The next detection procedures were
the same as above.
Diagnosis of COVID-19 Patients Using CRISPR/dCas9.
Nasopharyngeal aspirates and sputum samples from COVID-19
patients were collected and stored as described above. For the
detection of SARS-CoV-2 in nasopharyngeal aspirates and sputum of
patients, 90 μL of the clinical sample was treated with 10 μL of
TCEP/EDTA (ﬁnal concentrations of 100 and 1 mM, respectively)
and heated at 50 °C for 5 min and 64 °C for 5 min. The next
detection procedures were the same as above.

Article

Next, the viral lysate and biotin-PAMmer were added to the
RNP-attached microplate. After incubation and washing,
streptavidin-HRP and TMB reagents were added to the plate
and washed. As a result, yellow color was observed in the
presence of the viral RNA corresponding to gRNA. The total
assay can be conducted within 90 min. This method adopted a
dCas9/gRNA complex for the recognition of target RNA and
the HRP/TMB reaction for colorimetric detection. Previous
studies have revealed that the dCas9/gRNA complex can bind
to RNA in a programmed manner with a PAMmer.30 PAM is a
DNA sequence immediately following the DNA sequence
targeted by the Cas9 nuclease.30 The presence of PAMmer is
important for the exclusive recognition of the target RNA using
the CRISPR/dCas9 system because the Cas9 target search
mechanism relies on the PAM sequence.30 We designed
PAMmer sequences that can hybridize to the target RNAs of
SARS-CoV-2, pH1N1, and pH1N1/H275Y viruses (Table
S1). Moreover, biotin was added to the 3′-termini of the
PAMmer sequence, allowing the binding of streptavidin-HRP.
Since the HRP/TMB reaction has been extensively used in
biochemical applications,31 it is feasible to identify the
presence of the virus with the naked eye or by simple
measurement of OD. Compared to microchips or microarrays
that have to be analyzed indirectly by cDNA ampliﬁcation and
need sophisticated hybridization conditions between the
capture probe and target molecule,32 the proposed dCas9/
gRNA-based RNA detection method can directly and easily
detect target RNAs without cDNA ampliﬁcation.
Before the detection of target RNA using the CRISPR/
dCas9 system, we initially examined the binding ability of the
dCas9/gRNA complex to the RNA with biotin-PAMmer using
a gel mobility shift assay. The sequences of gRNA, target RNA,
and biotin-PAMmer are displayed in Figure S1a. Figure S1b
shows the electrophoretic mobility shift in the presence of the
target RNA/biotin-PAMmer hybrid with the dCas9/gRNA
complex (0, 10, 50, 100, and 250 nM). As the concentration of
dCas9/gRNA increased, a large number of target RNA and
biotin-PAMmer hybrids were combined with the dCas9/gRNA
complex. From this result, it was demonstrated that dCas9/
gRNA RNP could recognize target RNA and biotin-PAMmer.
The surface immobilization of dCas9/gRNA was also
conﬁrmed using enzyme-linked immunosorbent assay
(ELISA). As shown in Figure S2, it was identiﬁed that the
dCas9/gRNA RNP could be successfully attached to the
surfaces of the well plate. In addition, the optimal
concentrations of RNP, biotin-PAMmer, and HRP-streptavidin
were established as 0.1, 1 μM, and 1 μg/mL, respectively, by
comparing the OD values under various conditions (Figure
S3).
For the detection of SARS-CoV-2 using the CRISPR/dCas9
system, gRNA and biotin-PAMmer sequences were designed
according to the SARS-CoV-2 N1, N2, and N3 genes (Figures
S4a and S5a,c). The gRNA and PAMmer regions were selected
based on primer sequences provided by the Centers for
Disease Control and Prevention (CDC).11 Each gRNA was
designed to target 20 nucleotides within the sequence of the
SARS-CoV-2 N1, N2, and N3 genes, and each PAMmer was
composed of a 5′-extension and a mismatched PAM. In
addition, eight nucleotides were extended in the 5′ direction
from the PAM site to improve the speciﬁcity of PAMmer.33
Figure 2a shows the plot of the OD450 nm value as a function of
SARS-CoV-2 N1 RNA concentration. As the concentration of
RNA increased from 0.1 to 100 nM, the OD450 nm value also

■

RESULTS AND DISCUSSION
Colorimetric RNA Detection Using CRISPR/dCas9.
Figure 1 shows a schematic illustration of virus detection
based on the CRISPR/dCas9 system. The dCas9 protein
forms a RNP complex with gRNA.29 The gRNA, which
contains a complementary sequence to the target sequence,
confers speciﬁcity to the CRISPR/dCas9 system.29 Prepared
dCas9/gRNA RNP complexes are attached to a microplate.

Figure 1. Schematic illustration of virus detection based on CRISPR/
dCas9. Viral lysate and biotin-PAMmer are added into a dCas9/
gRNA complex-immobilized microplate. Next, streptavidin-HPR and
TMB substrate solutions are added to the microplate. Finally, yellow
color is observed in the presence of the virus.
4019
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Figure 2. (a) Plot of OD450 nm versus the concentration of SARS-CoV-2 N1 RNA (0, 0.1, 1, 10, and 100 nM). Inset is a photograph of the
microplate after the detection of SARS-CoV-2 N1 RNA using CRISPR/dCas9. (b) Plot of OD450 nm versus the concentration of pH1N1 H1 RNA
(0, 0.1, 1, 10, and 100 nM). Inset is a photograph of the microplate after the detection of pH1N1 H1 RNA using CRISPR/dCas9. (c, d)
Photographs of microplates and corresponding heat maps after the detection of various RNAs using CRISPR/dCas9. gRNA and target RNA are
written at the bottom and left side of the microplates, respectively. CoV-2 is a mixture of SARS-CoV-2 N1, N2, and N3 target RNAs. SARS is
SARS-CoV target RNA. H1, H3, and H5 are pH1N1 H1, inﬂuenza A H3, and inﬂuenza A H5 target RNAs, respectively. Only in the presence of
the target RNA corresponding to gRNA, the color of dCas9/gRNA-immobilized wells turns yellow. The concentrations of the target RNA used for
(c) and (d) are 10 and 100 nM, respectively.

increased. The linearly ﬁtted line equation was y = 0.145x +
0.354, where y is the OD450 nm value and x is the RNA
concentration (Figure S4b). The limit of detection (LOD) was
estimated to be 140 pM, following the equation LOD = 3sb/m,
where sb is the standard deviation of the response of the
control and m is the slope of the calibration curve. The inset is
a photograph of a microplate after the detection of SARS-CoV2 N1 RNA using the CRISPR/dCas9 system. The higher the
concentration of RNA, the more distinct the yellow color was
observed. We also tried to detect SARS-CoV-2 N2 and N3
RNAs using a microplate attached to dCas9/gRNA and
successfully observed color changes in the presence of target
RNAs (Figure S5b,d). Figure S4c shows the sequences of
gRNA, pH1N1 H1, and biotin-PAMmer for the detection of
pH1N1. The sequences were designed based on the primer
information publicly provided by the World Health Organization (WHO).34 The pH1N1 H1 RNA was detectable using
the CRISPR/dCas9 system, as shown in Figure 2b. The color
of the well surfaces turned yellow in the presence of the target
RNA, and the corresponding OD450 nm value increased as the
concentration of pH1N1 H1 RNA increased. The linearly
ﬁtted line equation was y = 0.171x + 0.368, where y is the
OD450 nm value and x is the RNA concentration (Figure S4d).
The LOD was estimated to be 30 pM. This suggested that
RNAs of SARS-CoV-2 and pH1N1 can be recognized using
the CRISPR/dCas9-based detection method.
The use of well microplates is beneﬁcial for the simultaneous
detection of several target molecules.35 We prepared well
surfaces attached with four kinds of dCas9/gRNA (CoV-2 N1,
N2, N3, and H1) complexes and investigated the selective
detection of several target RNAs. Figure 2c shows a
photograph of the microplate and the corresponding heat
maps after the detection of various target RNA mixtures (10
nM) using the CRISPR/dCas9 RNP system. The control

sample showed no signal from any of the dCas9/gRNAattached wells. When the target RNA mixture of SARS-CoV-2
N1, N2, and N3 (CoV-2) was tested, the surface of the three
wells on the right turned yellow. When the mixture of SARSCoV and CoV-2 RNAs was added into a dCas9/gRNAattached well plate, the same right three well surfaces were
yellow because the gRNA for the SARS-CoV sequence was
absent on the microplate. These results suggest that the
simultaneous and accurate detection of SARS-CoV-2 N1, N2,
and N3 genes is feasible, allowing precise diagnosis of SARSCoV-2. All four wells exhibited a distinct yellow color in the
presence of CoV-2 and H1 RNAs. Conversely, no signals were
observed from SARS-CoV RNA, and the left single well only
exhibited a yellow color from the H1 RNA. This proved that
accurate RNA recognition was possible using the developed
approach. The heat map of the OD450 nm value further
conﬁrmed that the current method can speciﬁcally detect the
target RNA in the mixture. Figure 2d shows a photograph of
the microplate and the corresponding heat map after
identifying the IFV subtype using the CRISPR/dCas9 system.
IFV subtyping has been considered a critical tool in the
diagnosis and treatment of inﬂuenza because antiviral
resistance is associated with the type of viral strain.36 As
shown in Figure 2d, three types of dCas9/gRNA (H1, H3, and
H5) complex-immobilized well surfaces were prepared, and
combinational mixtures of target RNAs (100 nM) were tested.
In the presence of a single kind of target RNA, each matched
well surface exhibited a yellow color. When two types of target
RNA were examined, the corresponding two well surfaces
indicated distinct color perceptions. From the mixture of H1,
H3, and H5 RNAs, all three well surfaces were yellow in color.
The control sample showed no color change. The heat map of
the OD450 nm value also supported the accurate subtyping of
IFV RNAs. Based on these results, we concluded that the
4020
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Figure 3. (a, b) Sequence of gRNA, pH1N1/H275Y N1, pH1N1 WT N1, and biotin-PAMmer. (c) Photograph of microplate and corresponding
heat map after detection of various RNAs using CRISPR/dCas9. gRNA and target RNA are written at the bottom and left side of the microplate,
respectively. Only in the presence of pH1N1 H1 and pH1N1/H275Y N1 RNAs, the color of both wells turns yellow. (d) Plot of OD450 nm versus
gRNA after the detection of various RNAs using CRISPR/dCas9. The concentrations of target RNAs are 100 nM.

wells, only the dCas9/gRNA (H1)-attached surface showed a
distinct yellow color. When testing the mixture of H1 and
H275Y N1 RNAs, both well surfaces exhibited a yellow color,
implying the successful identiﬁcation of the H275Y SNP.
Figure 3d shows a plot of the OD450 nm value versus the type of
gRNA, further conﬁrming the identiﬁcation of the pH1N1/
H275Y mutation. The well-designed gRNA enabled us to
distinguish the pH1N1/H275Y SNP.
Colorimetric Virus Detection Using CRISPR/dCas9.
After the evaluation of the CRISPR/dCas9-based RNA
detection method, we tried to detect SARS-CoV-2 and
pH1N1 using the CRISPR/dCas9 system. SARS-CoV-2 was
provided by the Korea National Institute of Health and was
cultured in a BL-3 laboratory of the KRIBB. For the detection
of SARS-CoV-2 and pH1N1, viral samples were treated with a
lysis buﬀer and heated. Next, viral lysates were added to the
dCas9/gRNA-coated well surfaces in the presence of biotinPAMmer. After incubation, washing, and immersion of
streptavidin-HRP and TMB reagents, the color and OD450 nm
value of the microplate were observed. Figure S7 shows the
detection results of SARS-CoV-2 and pH1N1 using dCas9/
gRNA-immobilized microplates, indicating that 10 PFU/mL of
viruses could be distinguished from the control sample. More
importantly, we demonstrated the simultaneous detection of
SARS-CoV-2 and pH1N1 on a CRISPR/dCas9-immobilized
plate (Figure 4a). As shown in Figure 4b, four types of dCas9/
gRNA-attached well surfaces were prepared. The left column
of the microplate was modiﬁed with dCas9/gRNA (H1) for
pH1N1, and the three right columns were modiﬁed with
dCas9/gRNA (CoV-2 N1, N2, and N3) for SARS-CoV-2.
When the control sample was tested, no signal was observed
from the surface of the four wells. When the viral lysate of
SARS-CoV-2 was immersed, the surfaces of the three wells on
the right exhibited a yellow color. On all four types of well
surfaces the color signals were turned on after the detection of
the SARS-CoV-2 and pH1N1 mixtures. Finally, the left single
well surface showed the color change only in the presence of
pH1N1. Although a slight cross-reaction was observed
between pH1N1 and SARS-CoV-2 due to the internal oﬀtarget activity of the CRISPR/Cas9 system,39 the heat map

CRISPR/dCas9-based method enabled us to speciﬁcally detect
the target RNA. CRISPR/dCas9 can easily be reprogrammed
by simply changing the sequence of gRNA; however, the ontarget activity and oﬀ-target eﬀects can vary widely depending
on the individual gRNA.37 Therefore, the target speciﬁcity of
the CRISPR/dCas9 system can be improved when combined
with an appropriate gRNA optimization process.37
The H275Y amino acid substitution of neuraminidase (NA)
is the most common mutation in the N1 subtype of IFV,
conferring oseltamivir resistance.8−10 Since the ﬁrst emergence
of the pH1N1/H275Y mutant virus, the occurrence of mutant
viruses has sharply increased, posing a threat to global public
health.8−10 Nevertheless, it has been diﬃcult to identify the
mutant virus routinely because the NA H275Y mutation of
IFV is caused by a SNP.38 For the detection of the pH1N1/
H275Y mutant virus, we designed gRNA, as shown in Figure
3a. The gRNA sequence was matched to the pH1N1/H275Y
N1 gene, including the SNP (italic and sky-blue background in
Figure 3a) but mismatched those of pH1N1 wild-type (WT)
N1 gene (italic and sky-blue background in Figure 3b).
Moreover, we intentionally spiked an additional mismatched
gRNA sequence against both WT and H275Y N1 RNAs (italic
and magenta background in Figure 3a,b). This mismatched
sequence is ﬁve bases away from the H275Y SNP and plays an
important role in the precise recognition of the H275Y SNP.
Without the spiked mismatched gRNA sequence, the gRNA
perfectly matched the pH1N1/H275Y RNA and single
mismatched to pH1N1 WT RNA (Figure S6a). In this case,
H275Y N1 RNA was clearly detected with the naked eye, and
WT N1 RNA was also recognizable (Figure S6b). By adding a
mismatched gRNA sequence, the H275Y SNP could be
distinguished using the CRISPR/dCas9 system. Similar
strategies for SNP identiﬁcation have been employed in
previous studies.23 Figure 3c is a photograph and the
corresponding heat map after the detection of H275Y N1
RNA. The dCas9/gRNA (H1)- and dCas9/gRNA (H275Y
N1)-attached well microplates were prepared, and several
target RNAs (100 nM) were investigated. The control and H5
samples showed no color on both well surfaces. When the
mixture of H1 and WT N1 target RNAs was added to the
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shown in Figure 5d, upper well surfaces were coated with
dCas9/gRNA (H1) and lower with dCas9/gRNA (H275Y
N1). When testing the control human ﬂuid samples, the color
of the well plate was preserved, and the corresponding heat
map also indicated sparse color (left panel in Figure 5d). The
middle panel in Figure 5d shows a photograph and heat map
after the detection of pH1N1-spiked human ﬂuid samples,
providing a distinct yellow color only from the dCas9/gRNA
(H1)-immobilized well surfaces. When the pH1N1/H275Y
virus-spiked human nasopharyngeal aspirates and sputum
samples were examined, the color signals turned on at both
the dCas9/gRNA (H1)- and dCas9/gRNA (H275Y N1)attached well surfaces. The results show that the H275Y
mutation in IFV can be identiﬁed using the developed
CRISPR/dCas9 system. We expect that the CRISPR/dCas9based method can be used for antiviral drug-resistant inﬂuenza
virus diagnostic tests as well as COVID-19 patient diagnostic
tests.
Diagnosis of COVID-19 Patients Using CRISPR/dCas9.
Finally, we tested nasopharyngeal aspirates and sputum
samples collected from ﬁve COVID-19 patients using the
developed CRISPR/dCas9 system. The samples were acquired
from Yonsei University Health Service Center, Severance
Hospital of Korea from March 6 to April 3, 2020, and
diagnosed positive for COVID-19 using qRT-PCR (Table S2).
Similar to the SARS-CoV-2 spike test above, the lysed virus
samples were added to the dCas9/gRNA (CoV-2 N1, N2, and
N3)-immobilized microplates and the detection procedure was
performed. Figure 6 shows the photograph and corresponding
heat map after the detection of SARS-CoV-2 in nasopharyngeal aspirates (Nos. 1, 2, and 5) and sputum (Nos. 3 and 4)
samples collected from COVID-19 patients. All ﬁve clinical
samples exhibited a yellow color on the dCas9/gRNA-attached
well surfaces. The control nasopharyngeal aspirate samples
(Nos. 6−8) showed sparse color. This result suggested that the
CRISPR/dCas9 system can be used for the diagnosis of
COVID-19 patients.
Currently, the emergence of COVID-19 patients is mainly
driven by local community transmission.41 South Korea was
the host to the ﬁrst large outbreak of COVID-19 outside of
China.42 However, cases of COVID-19 in South Korea
dropped sharply, and no new domestic infection cases were
reported on April 30.42 This was the result of massive COVID19 testing and strict self-discipline. Unfortunately, local
infections in South Korea were newly reported on May 7,
and cases of COVID-19 infections are increasing again.42 This
situation clearly underscores the importance of simple
diagnostic tests for SARS-CoV-2. The developed approach is
advantageous for the simple detection of SARS-CoV-2 because
of the use of viral lysate without RNA extraction, preampliﬁcation, on-site colorimetric detection without huge
equipment, isothermal reaction, and SNP speciﬁcity (Table
S3). Despite its advantages, the multistep approach, sensitivity,
and quantiﬁcation of this method are limited compared to the
PCR-based method. However, we suppose that there is an
urgent need for simple SARS-CoV-2 detection, such as the
current method. Furthermore, the color perception of this
method is identical to that of the well-known ELISA method.
Since we are developing a novel antibody against SARS-CoV-2,
and soon, it will be possible to develop a simultaneous
molecular and immunological diagnostic method for SARSCoV-2 by combining the current approach with a new
antibody.

Figure 4. (a) Schematic illustration of SARS-CoV-2 and pH1N1
detection based on CRISPR/dCas9. (b) Photograph of microplate
and corresponding heat map after the detection of viruses using
CRISPR/dCas9. gRNA and the target virus are written on the bottom
and left side of the microplate, respectively. Only in the presence of
the virus corresponding to gRNA, the color of dCas9/gRNAimmobilized wells turns yellow. The virus concentrations are 103
PFU/mL.

results showed that the multiplex detection of virus mixture
was feasible using this CRISPR/dCas9-based system. Recently,
it was reported that the CRISPR-based nucleic acid method is
suitable for massively multiplexed detection.40 Moreover, it is
noteworthy that SARS-CoV-2 and pH1N1 were detectable
using viral lysates without RNA extraction and ampliﬁcation
processes, which can aﬀect the accuracy of viral diagnosis. This
advantage can be attributed to the accurate sequence
recognition properties of the CRISPR/dCas9 system.
Viruses, including SARS-CoV-2 and pH1N1, have been
mainly collected from patients using nasopharyngeal and
oropharyngeal swabs. Therefore, we tried to detect viruses in
human nasopharyngeal aspirates and sputum samples (Figure
5a). The human ﬂuid samples were provided by Yonsei
University Health Service Center, Severance Hospital of Korea,
after the approval of the institutional review board (IRB). To
detect SARS-CoV-2 in human ﬂuid samples, SARS-CoV-2 was
spiked in human nasopharyngeal aspirates and sputum
samples. The SARS-CoV-2 in human ﬂuid samples was then
lysed by the addition of the lysis buﬀer and heating. Next, the
human nasopharyngeal aspirates and sputum samples containing lysed viruses were directly applied to the CRISPR/dCas9
system. The virus concentration was 102 PFU/mL. Figure 5b
shows a photograph and corresponding heat map after the
detection of SARS-CoV-2-spiked human nasopharyngeal
aspirates and sputum samples. The yellow color was observed
from all well surfaces regardless of the type of gRNA (CoV-2
N1, N2, and N3), indicating the successful detection of SARSCoV-2 in human ﬂuids. Conversely, weak signals were
obtained from control nasopharyngeal aspirates and sputum
samples (Figure 5c). Based on this result, it is anticipated that
an on-site diagnosis of SARS-CoV-2 would be feasible using
the developed approach. We further investigated the
identiﬁcation of pH1N1 and pH1N1/H275Y mutant viruses
in human nasopharyngeal aspirates and sputum samples. As
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Figure 5. (a) Schematic illustration of virus detection in human nasopharyngeal aspirates and sputum samples based on CRISPR/dCas9. (b, c)
Photographs of microplates and corresponding heat maps after the detection of SARS-CoV-2-spiked and control human ﬂuid samples using
CRISPR/dCas9. gRNA is written on the left side of the microplates. Only in the presence of SARS-CoV-2, the color of dCas9/gRNA-attached
wells turns yellow. (d) Photograph of the microplate and corresponding heat map after the detection of pH1N1-spiked, pH1N1/H275Y-spiked,
and control human ﬂuid samples using CRISPR/dCas9. gRNA is written on the left side of the microplate. In the presence of pH1N1, the color of
dCas9/gRNA (H1)-attached wells turns yellow. In the presence of pH1N1/H275Y, the color of all dCas9/gRNA (H1 and H275Y N1)-attached
wells turns yellow.

■

CONCLUSIONS

the use of this method for clinical samples, virus-spiked human
nasopharyngeal aspirates and sputum samples were tested, and
distinct color changes were observed in the presence of SARSCoV-2, pH1N1, and pH1N1/H275Y mutant viruses. Furthermore, attempts were made to diagnose clinical samples
collected from the COVID-19 patients, and the identiﬁcation
of SARS-CoV-2 with the naked eye was successful. It is
anticipated that a simple CRISPR/dCas9-based virus detection
method can be useful for the diagnosis of current COVID-19
patients as well as re-emerging drug-resistant viruses in the
future.

In summary, a colorimetric viral detection method was
developed using the CRISPR/dCas9 system. RNA in the
viral lysate was recognized by the dCas9/gRNA RNP complex
with biotin-PAMmer, and then the streptavidin-HRP/TMB
reaction enabled the colorimetric detection of the virus. We
evaluated the method using RNAs of SARS-CoV-2 N1, N2,
and N3, pH1N1 H1, and pH1N1/H275Y N1 genes. In
addition, viruses including SARS-CoV-2, pH1N1, and
oseltamivir-resistant pH1N1/H275Y were successfully detected in dCas9/gRNA-immobilized well microplates. For
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Figure 6. Photograph of microplate and the corresponding heat map
after the detection of SARS-CoV-2 in clinical samples using CRISPR/
dCas9. Left ﬁve samples were collected from positively diagnosed
COVID-19 patients and right three samples were from negatively
diagnosed patients. gRNA is written on the left side of the microplate.
In the presence of COVID-19 patient samples, the color of all dCas9/
gRNA (CoV-2 N1, N2, and N3)-immobilized wells turns yellow.
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